An international comparison of rhinomanometry between Canada and Japan.
International discussions concerning rhinomanometry have been held but no numerical comparisons have been reported. In an attempt to make international comparisons between different rhinomanometric results, nasal resistances were measured by active posterior rhinomanometry with a head-out body plethysmograph produced in Canada and by active posterior and anterior methods with a Japanese commercial rhinomanometer, and the results were compared. No significant differences were found between measurements obtained from the two types of equipment. It is believed that this study is the first project of international comparison of rhinomanometry.